The influence of LCD shutter glasses on spatial perception in stereoscopic visualization.
For a general establishment of stereoscopic visualisation systems in clinical routine a fundamental analysis of the influence of technical, optical and physiological parameters onto visual spatial perception seems to be necessary to achieve an optimisation of the existing devices. As one important component of these systems we perform studies on the influence of LCD Shutter glasses on the individual binocular perception. The developed shutter system, the initial experiments and their results are presented.